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To optimize the design of ITER vacuum ultraviolet (VUV) spectrometer, a prototype VUV spectrometer was developed. The sensitivity calibration curve of the spectrometer was calculated from the mirror reflectivity, the grating efficiency, and the detector efficiency. The calibration curve was consistent with the calibration points derived in the experiment using the calibrated hollow cathode lamp. For the application of the prototype ITER VUV spectrometer, the prototype spectrometer was installed at KSTAR, and various impurity emission lines could be measured. By analyzing about 100 shots, strong positive correlation between the O VI and the C IV emission intensities could be found. 
I. INTRODUCTION
Monitoring of impurity contents has the significance related to the plasma performance and the lifetime issue of plasma facing components in the ITER tokamak. [1] [2] [3] The role of ITER vacuum ultraviolet (VUV) core survey spectrometer is to measure VUV emission lines and to identify all relevant impurity species in the ITER main plasmas. It is one of three ITER VUV subsystems that monitor impurities with full coverage in core, edge, and divertor plasmas.
The ITER VUV core survey spectrometer has to be designed so that high spectral resolution (λ/ λ) of 200-500 is attained in the wide wavelength range of 2.4-160 nm. To achieve this aim, the VUV core survey spectrometer was designed as a five-channel spectral system. [3] [4] [5] To investigate the optimal design of multi-channel spectrometer, a twochannel prototype spectrometer has been developed with No. 3 (14.4-31.8 nm) and No. 4 (29.0-60.0 nm) among 5 channels (2.4-160 nm). 4 To confirm the optical system and also to analyze the measured line intensities, the intensity calibration of the spectrometer is required. For this reason, the absolute intensity calibration was performed in the laboratory using emission lines from the hollow cathode lamp, which is an absolutely calibrated source by comparing with the incident photon number from the electron storage ring BESSY in Berlin. 6, 7 For application of the calibrated prototype ITER VUV spectrometer, it was installed at KSTAR, and impurity lines were measured for two campaign periods (2012) (2013) . From the measured spectra and the calibration curve, the line a) Contributed paper, published as part of the Proceedings of the 20th
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integrated emission intensity of various impurity species was derived. By analyzing about 100 shots, correlations between various impurity lines and plasma parameters were derived, and a strong correlation between different impurity species such as C IV, O VI was found.
II. EXPERIMENTAL SETUP
The ITER prototype system consists of a toroidal mirror, two holographic diffraction gratings with toroidal geometry, and two different electronic detectors, as shown in Fig. 1(a) . 4 A common silt with 10 mm × 114 μm size is positioned in the slit chamber. Two kinds of detectors of the micro-channel plate (MCP) electron multiplier with camera (McPherson Co.) and the back-illuminated charge coupled device (Princeton Instruments Co.) are installed at Ch. 3 and Ch. 4, respectively. It is noted that the quantum efficiency of micro channel plate (MCP) is 15%-20% for VUV light, 8 and the back-illuminated CCD (BI-CCD, Princeton Instruments Co.) quantum efficiency is 41%-45% at 10-100 nm wavelength. 9, 10 The calibrated hollow cathode lamp was used as a light source with current 1-2 A and DC voltage 400-500 V. The Ne and He gases were used because various intensive lines of Ne II, He II, and He I exist in the wavelength range 15-60 nm. The distances from the light source to the collimating mirror and from the collimating mirror to the slit are 650 mm and 450 mm, respectively. In the calibration experiment, two 114 μm × 3 mm slit regions (3 mm up and 3 mm down from the slit center) were used for each channel.
For collimation of the VUV light to the slit, a gold coated toroidal mirror with 75
• incidence angle was adopted. The toroidal mirror size is 72 mm (width) × 46 mm (height), and the mirror surface roughness is 0.5 nm (rms). The radius of curvature is 2370 mm (width) and 500 mm (height), respectively.
III. INTENSITY CALIBRATION
The calibrated hollow cathode lamp was used for the intensity calibration of the spectrometer. The photon number incident on the slit of the emission line was divided by the measured detector counts and the spectrometer etendue. The inverse sensitivity of the spectrometer, p −1 [photons/(counts mm 2 sr)] is given as However, it is difficult to use I values directly to obtain P values in this experimental setup. As shown in Fig. 1(a) , the imaging area of the light source (1.2 mm diameter) on the slit is larger than the slit size (114 μm × 3 mm) of each spectrometer, because the collimation mirror geometry is designed to use a common long slit 10 mm (vertically not focused). For this reason, the incident photon number P is expressed as
where hc/λ, , R, and A slit /A illum is the photon energy [J], the solid angle of the light source on the effective mirror area [sr], the mirror reflectivity, and the ratio of the slit area [mm 2 ] to the illuminated area [mm 2 ] of the light source, respectively. The effective mirror area is determined from the grating size and the grating diverging angle for each channel, as shown in Fig. 1(a) . The effective mirror area is 16 mm (height) × 28 mm (width) for channel 3 and 12 mm × 34 mm for channel 4.
The illuminated area of the light source, A illum on the slit position was calculated using the ray-tracing tool, ZEMAX. The image of 1.2 mm diameter source on the slit is A illum = 17.5 mm (height) × 2.0 mm (width) for channel 3, and 19.5 mm (height) × 1.8 mm (width) for channel 4. By comparison of the illuminated area with the slit area A slit , the incident photon number on the slit, P could be obtained using Eq. (2) for each channel.
From calculating Eq. (2) with reference emission power I of He 1 A, Ne 1 A discharge, 11 the incident photon number, P was derived for emission lines of Ch. 4 range (29-60 nm). The detector counts S of the back-illuminated CCD Ch. 4 was measured for each emission line. From Eq. (1), the inverse sensitivity p −1 of the Ch. 4 spectrometer could be found as shown in 30 nm -60 nm region of Fig. 2 . The error of the calibration points is about 30% (the back-illuminated CCD detector counts 15%, the ray tracing error 15%, the hollow cathode lamp discharge condition instability 15%). The expected sensitivities (solid curve of Fig. 2 ) could be obtained by multiplying the detector efficiency 0.35-0.43 and the grating efficiency 0.75-0.11 depending on the wavelength.
To calibrate channel 3 spectrometer with MCP + camera detector, it is necessary to find the detector efficiency. To derive the detector efficiency of MCP + camera, the cross calibration between Ch. 3 (MCP) and Ch. 4 (back-illuminated CCD) was performed by using the common spectral line of He II 30.4 nm. From comparing the detector counts at Ch. 3 and Ch. 4 for the common line He II 30.4 nm, the MCP detector efficiency was found to be 16% of the backilluminated CCD efficiency in this experiment setup. As the back-illuminated CCD detector efficiency is 41% at 30.4 nm, the total system of MCP + camera shows the efficiency of 8%. From the reference values, 8 the MCP quantum efficiency is about 22%-28% depending on the wavelength. Consequently, it is deduced that the detector efficiency of MCP + camera setup is 6%-8% in the wavelength range of 15-30 nm. The measured sensitivity values for Ch. 3 are plotted in Fig. 2 , where the solid curve is the sensitivity from the grating and the detector efficiency. The error of the calibration point is about 50% (detector efficiency from cross calibration 30%, detector counts 15%, ray tracing error 15%, hollow cathode lamp discharge condition stability 15%). Finally, it was found that the measured detector counts were in accordance with the expected counts in the overall wavelength range 15-60 nm. The main reason of the discrepancy is that the pressure dependence of the hollow cathode lamp was larger than expected and it was difficult to maintain the pressure to be the same as the reference values.
IV. APPLICATION TO KSTAR PLASMAS
To verify the prototype ITER VUV spectrometer in tokamak environment, the two-channel spectrometer was installed at KSTAR. For application of the prototype VUV spectrometer to KSTAR, a different collimation mirror set was implemented to collimate light from the plasma in the long distance, ∼ 6 m. The mirror reflectivity of this mirror set with surface roughness 4 nm and incidence angle 75
• could be derived from the calculation.
From the calculated mirror reflectivity, the grating efficiency and the detector efficiency, a different calibration curve was derived for KSTAR experiment.
As shown in Fig. 1(b) , two-channel VUV spectrometer was installed at KSTAR, so that various impurity species could be identified from KSTAR plasmas. From various shots, the typical impurity emission lines of Fe XVI, Fe XV, He II, C IV, Ar XV, Ar XVI, and O VI could be identified, as shown in Fig. 3 . The line integrated emission intensity was derived from the calibration curve and the emission intensity of Ar XVI (35.4 nm) line was about 0.2 × 10 13 -5 × 10 13 photons/mm 2 s for typical shots. In Fig. 3 , the spectra of 29-60 nm with back-illuminated detector shows better resolution than the spectra of 15-31 nm with MCP detector due to smaller pixel size of the back-illuminated CCD. 4 From data in two campaign periods (2012-2013), statistical analysis was performed for various impurity lines and plasma parameters. Impurity line intensity and plasma parameters at the flat top region were chosen. From analysis, a strong positive correlation between C IV (38.4 nm) and O VI (17.3 nm) emission intensity was found as shown in Fig. 4 . In  Fig. 4 , intensities are normalized by line integrated electron density, n e . Time evolution of impurity lines also showed a positive correlation between C IV and O VI lines. The reason of this correlation is that water on the surface of carbon tiles comes out when the plasma surface interaction occurs. Weak correlation between C IV and Fe XVI was also found because the stainless steel is the structural material of KSTAR. For plasma parameters, correlation between C IV/n e emission intensity and n e was also found as shown in Fig. 4 . Weak positive correlation between C IV/n e and the electron temperature could be found.
V. CONCLUSION
In this work, the two-channel prototype ITER VUV spectrometer was developed and each spectrometer was absolutely calibrated. To verify the calibration method for ITER VUV system, the calibration points from the hollow cathode lamp were measured and the result was compared from the calculated curves. The measured calibration result was consistent with the expected calibration curves. For the application of the calibrated prototype ITER VUV spectrometer, the prototype spectrometer was installed at KSTAR. From the measurement of KSTAR plasmas in two campaign periods, strong positive correlation between the O VI and the C IV emission intensities could be found.
